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** Indicates NVLAP accredited analyte evaluated using the USEPA'’s National Standards for Water Proficiency Testing Studies Criteria Document.

Shipment: 275 Non Potable Water Chemistry

Analyte Name Units Sample Method Result  Mean/ Warning Acceptance Score
ID Target * Limits Limits

Sample: Non Potable Water  Minerals |l
Caicium, Total ** mg/L 7537 USGS 82.0 86.6 * 81.0-946 77.6-98.0 Satisfactory
EPA Code: N/A 1-4471-91

(USGS Only) 95 passed out of 101 reported results.
Potassium, Total ** mg/L 7537  SM18-20 29.8 314> 286-343 27.1-358 Satisfactory
EPA Code: N/A 31208 88 passed out of 97 reported results.
Magnesium, Total ** mg/L 7537 USGS 10.9 114+ 104-12.3 992-128 Satisfactory
EPA Code: N/A 1-4471-91

(USGS Only) 103 passed out of 105 reported results.
Sodium, Total ** mg/L 7537 USGS 63.8 639" 597 -68.1 576-70.2 Satisfactory
EPA Code: NIA 1-4471-91

(USGS Only) 88 passed out of 102 reported results.
Sample: Non Potable Water  Nitrosamines
N-Nitrosodimethylamine ug/L 7514  USGS 63.4 39.0 Satisfactory
EPA Code: N/A 0-3116-87

(USGS Only) 72 passed oul of 74 reported results.
N-Nitrosodi-n-propylamine ug/L 7514 USGS 26.4 204 6.58 - 34.1 Satisfactory
EPA Code: N/A 0-3116-87

(USGS Only) 76 passed out of 79 reported results.
Sample: Non Potable Water  Acid extractables
2,4,6-Trichlorophenol ug/L 7535 USGS 247 23.1 10.7-356 Satisfactory
EPA Code: N/A 0-3116-87

(USGS Only) 82 passed out of 87 reported results.
2,4-Dichlorophenol ug/L 7635 USGS 303 25.8 11.4-40.2 Satisfactory
EPA Code: N/A 0-3116-87

(USGS Only) 85 passed out of 87 reported results.
2,4-Dimethylphenol ug/L 7535 USGS <50 <100" Satisfactory
EPA Code: N/A O-3116-87

(USGS Only) 86 passed out of 87 reported results.
2,4-Dinitrophenol ug/L 7535 USGS 84.7 86.6 Satisfactory

0-3116-87

EPA Code: N/A

(USGS Only)

85 passed out of 87 reported results.



